Determination of cortical thickness using MRI has often been criticized due to the presence of various error sources. Specifically, anatomical MRI relying on T 1 contrast may be unreliable due to spatially variable image contrast between gray matter (GM), white matter (WM) and cerebrospinal fluid (CSF). Especially at ultra-high field (! 7T) MRI, transmit and receive B 1 -related image inhomogeneities can hamper correct classification of tissue types. In the current paper, we demonstrate that residual B 1 1 (transmit) inhomogeneities in the T 1 -weighted and quantitative T 1 images using the MP2RAGE sequence at 7T lead to biases in cortical thickness measurements. As expected, post-hoc correction for the spatially varying B 1 1 profile reduced the apparent T 1 values across the cortex in regions with low B 1 1 , and slightly increased apparent T 1 in regions with high B 1 1 . As a result, improved contrast-to-noise ratio both at the GM-CSF and GM-WM boundaries can be observed leading to more accurate surface reconstructions and cortical thickness estimates. Overall, the changes in cortical thickness ranged between a 5% decrease to a 70% increase after B 
1 1 (transmit) inhomogeneities in the T 1 -weighted and quantitative T 1 images using the MP2RAGE sequence at 7T lead to biases in cortical thickness measurements. As expected, post-hoc correction for the spatially varying B 1 1 profile reduced the apparent T 1 values across the cortex in regions with low B 1 1 , and slightly increased apparent T 1 in regions with high B 1 1 . As a result, improved contrast-to-noise ratio both at the GM-CSF and GM-WM boundaries can be observed leading to more accurate surface reconstructions and cortical thickness estimates. Overall, the changes in cortical thickness ranged between a 5% decrease to a 70% increase after B 1 1 correction, reducing the variance of cortical thickness values across the brain dramatically and increasing the comparability with normative data. More specifically, the cortical thickness estimates increased in regions characterized by a strong decrease of apparent T 1 after B 1 1 correction in regions with low B 1 1 due to improved detection of the pial surface . The current results suggest that cortical thickness can be more accurately determined using MP2RAGE data at 7T if B 1 1 inhomogeneities are accounted for.
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| I N TR ODU C TI ON
Segmentation of anatomical MRI data is considered as the in vivo gold standard for parcellating the brain into gray (GM) and white matter (WM). T 1 -weighted (T 1 w) images are predominantly used due to their high sensitivity to myelin concentration and, hence, high contrast between the cerebral spinal fluid (CSF, very low intensity), GM (medium intensity), and myelin-rich WM tissue (high intensity). Subsequent morphometric analyses of these tissue classes, including cortical GM thickness or subcortical GM and WM volume, allow characterization of cross-sectional differences between groups or longitudinal changes due to aging and disease. However, determination of cortical thickness based on MRI data has been criticized. The variation of myelin density across the cortical mantle, but also errors in T 1 quantification or MRI acquisition biases can result in reduced contrast between GM, WM, and CSF and, as a result, in inaccurate determination of cortical thickness (Han et al., 2006; Zilles & Amunts, 2015) .
Several software packages, for example, FreeSurfer ), FMRIB's software library (FSL; Smith et al., 2004) , Statistical Parametric Mapping (SPM; Ashburner, 2009) , and CBS HighRes Brain Processing tools (Bazin et al., 2014) This is an open access article under the terms of the Creative Commons Attribution-NonCommercial License, which permits use, distribution and reproduction in any medium, provided the original work is properly cited and is not used for commercial purposes. specific criteria using varying segmentation algorithms, hereby putting a large emphasis on bias field removal. In addition, many of these packages allow incorporation of complementary MRI data, such as T ðÃÞ 2 -or proton density (PD)-weighted images, to improve the accuracy of the (i.e., multimodal) segmentation algorithm by identifying nonbrain tissue, for example, dura mater and blood vessels (Helms, Kallenberg, & Dechent, 2006; Lambert, Lutti, Helms, Frackowiak, & Ashburner, 2013; Viviani et al., 2017) .
Although the majority of, in particular clinical, neuroimaging data is acquired at 1.5T or 3T magnetic field strengths, technical developments and increased availability have led to increased usage of ultra-high-field scanners (UHF, !7T) for neuroanatomical and functional studies (as recently reviewed by De Martino et al., 2017; Marques & Norris, 2017; and Ugurbil, 2017 , and references herein). Compared to conventional field strengths, imaging at higher fields enables acquisition of higher signal-to-noise ratio (SNR; Pohmann, Speck, & Scheffler, 2016 ) data and increases in various contrasts with no or little acquisition duration penalty. The increased SNR can be utilized to acquire data with higher spatial resolution, potentially leading to reduced partial volume effects (PVE) and, hence, more precise cortical GM thickness measurements.
However, technical challenges remain in ensuring high image quality across the entire field-of-view. In particular, inhomogeneous radiofrequency (RF) B 1 transmit and receive profiles lead to signal intensity variations (i.e., B 1 1 and B 2 1 bias fields, respectively) that hamper accurate classification of WM, GM, and CSF and cortical GM thickness estimates (Collins, Liu, Schreiber, Yang, & Smith, 2005; De Martino et al., 2015; Lorio et al., 2016; Van de Moortele et al., 2005) . Especially for submillimeter acquisitions, laborious manual work is required to correct errors of the automatic segmentation, potentially introducing observerdependent errors and biases (Despotovic, Goossens, & Philips, 2015; Fischl et al., 2004; Gulban, Schneider, Marquardt, Haast, & De Martino, 2018; . The most severe artefacts are observed toward the inferior temporal and frontal lobe regions, preventing even their manual segmentation.
Alternatively, in contrast to typically utilized weighted T 1 approaches, such as the Magnetization-Prepared Rapid Acquisition Gradient Echo (MPRAGE) sequence (Mugler & Brookeman, 1990) , quantitative T 1 mapping can be used to obtain homogeneous images and accurate cortical thickness measurements by minimizing the contribution of B 1 1 and B 2 1 variations, and PD and T 2 * effects on the image intensities (Lorio et al., 2016) . The inversion recovery (IR) method is considered to be the most accurate approach to determine T 1 values, as it acquires multiple time points in the longitudinal magnetization recovery curve after a 1808 inversion. However, the main disadvantage of this method is its temporal inefficiency. Thus, alternative approaches have been proposed to reduce scanning duration and spatial distortions (which occur when the IR approach is combined with an EPI readout to decrease scanning time), while permitting accurate T 1 determination with satisfactory spatial resolution and SNR. These include, for example, spoiled gradient echo approaches, as implemented in several methods (Deoni, Rutt, & Peters, 2003; Helms, Dathe, & Dechent, 2008) or variations of the MPRAGE sequence (Liu, Bock, & Silva, 2011; Marques, Khabipova, & Gruetter, 2010) . Here, the Magnetization-Prepared 2 Rapid Acquisition Gradient Echo (MP2RAGE) sequence has recently gained popularity in higher field strengths studies (Marques et al., 2010) . It combines two gradient-recalled echo (GRE) images acquired at different inversion times (i.e., a predominantly T 1 w GRE 1 and PDw GRE 2 ) to obtain a quantitative T 1 map, calculated based on the biasfree T 1 w combination image, sequence parameters and a lookup table.
As in the T 1 w/PDw approach using MPRAGE, the resulting image ideally is independent of B 2 1 , PD, and T 2 * effects. These proposed alternatives minimize scanning time, but also restrict the possible range of sequence parameters, possibly leading to B 1 1 -related image inhomogeneity, which needs to be accounted for. Several correction methods have been proposed to counteract the inhomogeneities of the transmit and receive bias fields. These include the use of an optimized adiabatic RF pulse, for example, the time resampled frequency offset compensated inversion (TR-FOCI; Hurley et al., 2010) pulse, and strategically placed dielectric pads to improve inversion efficiency in low B 1 1 regions (Teeuwisse, Brink, & Webb, 2012) . In addition, post-hoc methods, for example, low-pass filtering, low-order fitting of the images (Ashburner & Friston, 2005) and/or computing the T 1 w/PDw ratio image to remove the PD (i.e., M 0 ), B Lutti, Hutton, Finsterbusch, Helms, and Weiskopf (2010) and Scheffler (2013) , which is able to cover a broader range of T 1 mapping sequences. For the MP2RAGE sequence, the use of different (low) flip angles for the GRE images (a 1 and a 2 ) renders the MP2RAGE T 1 map largely, but not entirely, free from B 1 1 effects. Here, correction using the Saturation-prepared with 2 rapid Gradient Echoes (Sa2RAGE) sequence has been used to remove residual B 1 1 effects (Eggenschwiler, Kober, Magill, Gruetter, & Marques, 2012; Marques & Gruetter, 2013) .
Initial work has shown that post-hoc B 1 1 correction of MP2RAGE maps improves the subcortical GM vs. WM contrast-to-noise ratio (CNR) facilitating automatic segmentation (Marques & Gruetter, 2013) .
However, the effect of this correction scheme has not yet been extensively characterized across cortical regions. Based on the initial results by and the B 1 1 correction methodology, the difference in the degree of T 1 (w) signal changes depends on the apparent T 1 value and, therefore, vary between WM and GM, even if the voxels are very close to each other. As such, the correction also affect the CNR between cortical GM and WM, and we expect this to propagate toward differences in the cortical surface reconstructions and, therefore, apparent cortical thickness. Thus, the aim of this study is to quantify the changes of cortical thickness, and the underlying changes in MRI data were acquired using a whole-body 7T magnet (Siemens Healthineers, Erlangen, Germany) and a 32-channel phased-array head coil (Nova Medical, Wilmington, MA, USA). High resolution (0.7 mm isotropic nominal voxel size) whole-brain quantitative T 1 images were obtained with the MP2RAGE (Marques et al., 2010) sequence, and the Sa2RAGE (Eggenschwiler et al., 2012) sequence was used to map B 1 1 (2 mm isotropic nominal voxel size) across the brain. MP2RAGE data were acquired with TR/TE 5 5,000/2.47 ms, TI 1 /TI 2 5 900/2,750 ms, a 1 /a 2 5 58/38 and generalized autocalibrating partially parallel acquisitions (GRAPPA) factor 5 3 in the phase-encoding (PE) direction (anterior-posterior) with 24 references lines. For the Sa2RAGE, the parameters were: TR/TE 5 2,400/0.78 ms, TD 1 /TD 2 5 58/1,800 ms, a 1 /a 2 5 48/118, and GRAPPA factor 5 2 in PE direction (anteriorposterior) with 24 references lines. See Haast, Ivanov, Formisano, and Uludag (2016) for further details on other scanning parameters. The TR-FOCI inversion pulse (Hurley et al., 2010) and dielectric pads containing a 25% suspension of barium titanate in deuterated water, placed around the head proximal to the temporal lobe areas (Teeuwisse et al., 2012) , were used to improve B 1 1 homogeneity across the brain and locally, respectively.
| Preprocessing pipeline
Several preprocessing steps were performed to improve subsequent automatic segmentation. First, the data were skull-stripped by using the different MP2RAGE output volumes (UNI, T 1 map and INV2; see Marques et al., 2010) . The INV2 (i.e., PDw) image was used to obtain a brain mask, as it provides the best intra-and extracranial tissue contrast, especially after removal of any RF bias field using ANTs' (Advanced Normalization Tools) N4BiasFieldRemoval tool (Tustison et al., 2010) . Remaining non-brain tissue was removed using probability maps of the dura mater and arteries. These initial steps were performed using MIPAV 7. introduced, in addition to increased noise in the meninges (O'Brien, Krueger, Lazeyras, Gruetter, & Roche, 2013) . These can be masked out, but differences in the noise-and T 1 -dependent CNR, induced after the B 1 1 correction step, can also affect the performance of the skullstripping algorithms. In particular, in thin cortical regions (e.g., near the occipital cortex), the GM is not easily separable from other structures, such as the dura mater and cerebral sinuses, because of the comparable image intensity. In order to eliminate any additional methodological bias related to this and to tie the differences purely to changes in T 1 and CNR, the same subject-specific binary brain mask was used for both datasets. Gradient nonlinearity correction without jacobian intensity correction (to preserve the quantitative T 1 values) was applied on the brain extracted B 1 1 corrected MP2RAGE UNI and other (including the original) volumes using the gradient coefficients file provided by the scanner manufacturer and the Human Connectome (HCP) high-res analysis "gradunwarp" tool (https://github.com/Washington-University/gradunwarp). Finally, the skull-stripped and gradient distortion unwarped MP2RAGE UNI volumes were aligned using affine transformation to the MNI space (0.7 mm) template prior to cortical surface reconstruction.
| Surface reconstruction pipeline
High-resolution cortical reconstruction was performed with the longitudinal processing stream implemented in the FreeSurfer (v6.0, http:// surfer.nmr.mgh.harvard.edu/) image analysis suite Reuter, Schmansky, Rosas, & Fischl, 2012) . This was necessary to enable direct (i.e., vertex-by-vertex) comparison between the surface reconstructions and cortical thickness surface metric based on either the original or B 1 1 corrected MP2RAGE UNI images. First, a template volume was computed using both images to obtain initial white matter (WM-GM boundary) and pial (GM-CSF) surfaces (Reuter & Fischl, 2011) . These surfaces were then aligned with the original and corrected volumes, whose intensity values were subsequently used to deform surfaces following the same procedure as in the standard FreeSurfer processing stream. Please note that computation of the template surfaces is crucial to obtain a "bias-free" starting point for generating surfaces optimized for either the original or the corrected volumes.
This resulted in two different datasets, but with matching mesh topology and the same number of vertices. No manual corrections were performed to avoid bias toward one of the datasets.
| Postprocessing pipeline
For each subject, the WM and pial surfaces (derived from the corrected MP2RAGE dataset) and associated cortical thickness map were used to project the (original and corrected) T 1 and B 1 1 maps onto the surface. This was done using FreeSurfer's mri_vol2surf function and by averaging between 20 and 80% of the cortical thickness (with steps of 0.05%) to reduce partial voluming with WM and CSF. Subsequently, T 1 and cortical thickness difference maps were calculated by subtracting the values based on the original maps from that of the corrected maps. In addition, for each vertex and (white and pial) surface, the change in the vertex's location (in mm, along the vertex's normal) for the corrected (vs original) volume was computed and projected onto the surface (Fujimoto et al., 2014) . All surface maps were coregistered to the "fsaverage" subject using sphere-based alignment (Fischl, Sereno, Tootell, & Dale, 1999) for further (statistical) analyses. Final surface maps were visualized using the Connectome Workbench v1.2.3 viewer (Washington University School of Medicine, Saint Louis, MO, USA) after conversion of the inflated surfaces and overlays to a compatible format.
Noncortical vertices in between hemispheres were masked out using FreeSurfer's parcellation scheme and excluded from the comparisons.
In addition, region-wise comparisons of average T 1 (including interregional coefficient of variation) and cortical thickness were performed following the parcellation provided by FreeSurfer (i.e., "Desikan-Killiany Atlas"; Desikan et al., 2006) . Finally, to test the accuracy of the cortical thickness measures, normative cortical thickness data were calculated using the model presented in Potvin et al. (2017) . For each subject, estimates of their expected regional cortical thickness based on age, gender and estimated total intracranial volume and the scanner characteristics were obtained. In the current study, scanner manufacturer was set to "Siemens" and magnetic field strength to "3T," the highest possible. This resulted in a set of normative cortical thickness data, which can account for different ages and gender. MATLAB (R2015B, The MathWorks, Natick, Massachusetts, USA) was used to compute the Euclidean distance, d, between the two vectors (i.e.,ũ, normative data andṽ, cortical thickness based on original or corrected data) across all subjects, n, for each region:
For each region, the difference in Euclidean distance (i.e., 
| Statistical analyses
Whole-brain vertex-wise analyses using FreeSurfer's QDEC tool were performed to detect vertices characterized by a significant (false discovery rate (FDR)-corrected) change in T 1 and/or cortical thickness after B 1 1 correction. In addition, pairwise t tests and MATLAB were used to test for statistical differences in average T 1 or cortical thickness across the entire GM or per region, between the original and corrected data. Finally, correlation coefficients between original or corrected and normative cortical thickness data were calculated. Finally, to benchmark the accuracy of the cortical thickness measurements, regional cortical thickness data were compared to the normative data calculated based on the demographics of the study population (see green dots in Supporting Information, Figure 6a ). Please note that normative data could not be computed for the banks of superior temporal sulcus (i.e., "bankssts"), frontal, and temporal poles. In general, more close agreement with the normative values (green filled circles) was reached for the corrected data (blue bars) compared to the 
| RE S U L TS

| D ISC USSION
Despite tremendous improvements, UHF data still suffers from image imperfections related-among other sources-to B 1 inhomogeneities leading to various errors in MRI-based cortical thickness measurements and/or relaxometry (Collins, Li, & Smith, 1998; Marques & Norris, 2017; Padormo, Beqiri, Hajnal, & Malik, 2016; Ugurbil, 2017; Vaughan et al., 2001) . In particular, quantitative T 1 mapping approaches ideally allow acquisition of unbiased anatomical data with any influence of scanner imperfections removed, in contrast to conventional T 1 w In this study, we investigated the effect of residual B 1 1 inhomogeneities on T 1 and cortical thickness estimates based on T 1 (w) MP2RAGE data. Recently, the MP2RAGE sequence gained popularity at UHF, due to its easy implementation and efficiency to map T 1 at a submillimeter scale without significantly sacrificing SNR (and CNR). The MP2RAGE sequence allows the acquisition of a quantitative T 1 map and T 1 w image within a reasonable (i.e., <10 min) time frame (Marques et al., 2010) .
Whereas the T 1 map can be directly used to quantify microstructural (e.g., myelin)-related changes of the brain (Stuber et al., 2014) , the T 1 w image can be readily processed by publicly available software, such as the widely used FreeSurfer, to obtain cortical thickness maps (Fischl & Dale, 2000) . However, it has been noted that the quantitative T 1 values using the MP2RAGE sequence, similar to other quantitative T 1 approaches, are affected by B 1 sensitivity plot with that from the original MP2RAGE papers, the B 1 1 sensitivity of the protocol chosen here is significantly increased (Marques & Gruetter, 2013; Marques et al., 2010) . Part of this is likely due to the increased number of excitations per TR because of the higher resolution used in this study (1.0 mm vs 0.7 mm isotropic nominal voxel size). Consecutively, using an iterative post-hoc correction method and the Sa2R-AGE sequence, these residual inhomogeneities can be reduced by taking into account the spatially varying B 1 1 across the brain (Eggenschwiler et al., 2012; Marques & Gruetter, 2013) . While this approach resulted in enhanced visualization of thalamic nuclei and brainstem structures, the effect on the cortical T 1 values and on thickness remained unexplored.
It has been recently shown that the GM and WM T 1 estimates using MP2RAGE becomes more comparable with IR data after the B 1 1 correction (Kashyap, Ivanov, Havlicek, Poser, & Uludag, 2017) . That is, this study provided strong evidence that B 1 1 correction is mandatory for MP2RAGE data to achieve accurate T 1 values. At 7 T, using the standard NOVA Medical head coil, the transmit field inhomogeneities can be a result of the human's head eccentricity, but also due to the rapid drop off of the coil's transmit field's z-coverage (O'Brien et al., 2014) . The insufficient B 1 1 in the inferior brain regions reduces the inversion efficiency and impairs image quality, apparent by the reduced MP2RAGE intensity and subsequent significant overestimation of T 1 , too strong to counteract using the TR-FOCI inversion pulse and dielectric pads. On the other hand, underestimation of T 1 (i.e., high T 1 w signal) in regions close to the posterior cingulate cortex are potentially the result of the "central brightening" phenomenon due to constructive interference of traveling B 1 1 waves (Collins et al., 2005) . Please note that the observed left-right asymmetry of the B 1 1 field (observed in all subjects) is the result of the coil's design to improve the general homogeneity and reduce the sensitivity to head size and position within the coil (Ledden, Gelderen, & Duyn, 2005) . This led to the observed differences in the extent of the T 1 correction between hemispheres, in particular for the parietal lobe. In this study, we found that cortical T 1 was significantly over-(>30%) or underestimated (up to 15%), due to the strongly varying B (quantitative) contrasts (e.g., T 2 *), we refer the reader to Haast et al. (2016) . The reduction of the superior-to-inferior gradient of low-tohigh T 1 -that led to the initially high COV across regions-resulted in a cortical T 1 distribution that is more comparable with previous studies at lower field strengths and are less affected by B 1 1 effects, revealing the typical myelin-related cortical pattern (Glasser & Van Essen, 2011; Lutti, Dick, Sereno, & Weiskopf, 2014) . However, even after taking the B 1 1 spatial profile into account, residual T 1 errors persisted across the whole cortex. In the specific case, for which the adiabatic condition was not met, such as in the most inferior part of the temporal lobe (i.e., that suffered from too low B types. However, due to the dominant influence of myelin density on the GM-WM contrast in T 1 contrast-based images, estimation of cortical thickness based on MRI data has often been criticized, especially when its used to study brain development, aging, or disease (Zilles & Amunts, 2015) . For example, the myelin-related cortical variation of T 1 , myelinated thickness ratio, but also the metric used to compute cortical thickness, introduce an unpredictable inter-areal variation of cortical thickness values, not consistent with that obtained using histological data (Hutton, De Vita, Ashburner, Deichmann, & Turner, 2008; Lerch & Evans, 2005; Rowley et al., 2015; Zilles & Amunts, 2015) . As such, spatial variations in T 1 quantification accuracy and image CNR due to B 1 1 inhomogeneities, can affect the accuracy of determining cortical thickness. To quantify this bias, a comparable analysis approach, as utilized in the study by Fujimoto et al. (2014) at 3T and 7T employing the Longitudinal analysis stream within FreeSurfer v6.0, was used. We observed a significant (i.e., >70%) increase in apparent cortical thickness in the inferior temporal and frontal lobes, while it decreased (i.e., up to 5%) near the posterior cingulate cortex after taking into account the B 1 1 profile. These differences originate predominantly from expansion of the pial surface, while the WM surface remained relatively stable, although on occasion it was placed slightly inward. The observed changes in surface reconstructions imply improvement of spatial homogeneity and CNR of the GM/CSF. This is in close agreement with the work by Fujimoto et al. (2014) . In it, the WM and pial surfaces based on B 1 1 -uncorrected MP2RAGE data were positioned outside and inside of the reference (MEMPRAGE) surfaces, respectively, similar to our current observations. However, in contrast to this study, Fujimoto et al. (2014) did not use the TR-FOCI pulse for the MP2RAGE acquisitions, neither at 3T nor at 7T. While they were not able to pinpoint the exact reason for these differences, a recent study showed that the use of a correct model for PVE near tissue boundaries in MP2RAGE data is crucial, and, therefore, hinted toward direct effects of T 1 errors on the performance of cortical segmentations algorithms (Duch e et al., 2017) . The proposed PVE model takes into account the natural variation of T 1 across the cortex as discussed before, leading to a better delineation of the tissue boundaries. Indeed, the present data show that the differences in surface reconstructions and cortical thickness are significantly (inversely) correlated with T 1 errors, highlighting the importance of B 1 1 correction. In other words, these results imply that cortical thickness measurements are less robust in regions where B 1 1 is strongly off from its nominal value. The reduced contrast between tissue types led to pronounced differences in cortical thickness after the B 1 1 correction, within regions, but also across subjects.
To assess the improvement due to B 1 1 correction and evaluate and benchmark our findings, we compared cortical thickness values in the current study with those of the cortical thickness model developed by Potvin et al. (2017) , based on 2757 cognitively healthy controls aged 18-94 years. The model incorporates age, sex, estimated total intracranial volume, magnetic field strength and scanner vendor information to estimate subject-specific regional cortical thickness averages. Age, but also extrinsic factors, such as field strength and scanner platform, may affect cortical thickness estimates and are, therefore, important to take into account (Govindarajan, Freeman, Cai, Rahbar, & Narayana, 2014; Han et al., 2006; Lusebrink, Wollrab, & Speck, 2013; Potvin et al., 2017) . To quantify the accuracy, we computed the Euclidean distance for each region between the normative data and the average cortical thickness derived from either the original or corrected data across all subjects. The B 1 1 correction improved the correspondence with the normative data, especially in the problematic regions, that is, those characterized by the largest T 1 errors. Despite these improvements, our measurements were systematically lower than assumed using the model, except for those where B 1 1 was close to the nominal value. This suggests that B 1 1 inhomogeneity is the main source for the discrepancy with the normative data. However, it is important to remember that the model does not represent the ground truth, as image biases in the model's underlying data could have led to overestimation of cortical thickness and should, therefore, be considered more as a benchmark. The thicker estimates of the cortex using the model could have potentially originated from the T 2 * and PD contrast present in the data used for the model, which, in contrast, are eliminated in the current MP2RAGE data. For example, variations in cortical thickness measurements were observed after removal of the PD component from T 1 w images (Lorio et al., 2016) . Nevertheless, two other important factors, both related to the spatial resolution of the input data, could have contributed to the slight discrepancy of our results to those of Potvin et al. (2017) . First, in contrast to our 7T submillimeter data, the model is based on lower field strength and lower spatial resolution data. Therefore, this model may not be fully applicable to our 7T data, even though the study of Potvin et al. (2017) did not detect field strength dependency of cortical thickness estimates based on 1.5T and 3T data. Also, increased PVE, due to the lower resolution, may have slightly overestimated the cortical thickness obtained using the 1.5T and 3T datasets. In accordance with this, significantly reduced thickness has previously been determined using submillimeter data compared to 1 mm 3 (ME)MPRAGE data at 7 T, providing evidence for this spatial resolution effect (Lusebrink et al., 2013; Zaretskaya, Fischl, Reuter, Renvall, & Polimeni, 2017) . Secondly, FreeSurfer v6.0 was used in the current study, which enables analysis of the data at the native resolution (0.7 mm 3 ), whereas FreeSurfer v5.3, which was used to develop the model, conforms the data (which ranged from 0.3 to 2.3 mm 3 for the data used to develop the model) to 1 mm 3 resolution and by this means, affecting the spatial specificity. For example, CSF could be misclassified as GM in narrow sulci and therefore lead to overestimation of the cortical thickness, such as seen for the normative data. However, similar differences were observed when analyses were repeated using FreeSurfer v5.3 for a subset of the subjects. Based on the arguments above, the observed discrepancy between the measured cortical thickness and the normative data results presumably from several factors. In case B 1 1 matches its nominal value, the MP2RAGE data remains unchanged after the correction. In addition, due to the folding of the GM ribbon, partial volume effects are random and the measured cortical thickness is comparable with the normative data, even if acquired with a slightly different spatial resolution. However, additional (competing) effects of T 2 * and/or PD in model's data may lead to a higher correlation with our data in regions where B 1 1 is not close to its nominal value. Please note that this issue is not the main focus of this article and would require a more systematic investigation.
| CON CL U S I ON
The accuracy of MRI-based measurements of cortical thickness are directly dependent on the T 1 (w) image quality. As such, B 1 1 -related inhomogeneities in UHF MRI data significantly affect cortical T 1 and thickness estimates. In the specific case of MP2RAGE data, correction for the varying B 1 1 across the cortex predominantly decreased apparent T 1 , leading toward increased and more accurate cortical thickness measurements in the lower frontal and temporal lobe regions. Here, the automatic estimation of cortical thickness is mostly improved due to a better delineation of the GM-CSF boundary through more homogenous apparent T 1 and improved CNR. Taken together, correction for MR image imperfections harbors profound implications for clinical neuroscientific studies interested in disease-and/or age-related microstructural and morphological changes and should be taken into account when setting up imaging protocols and analysis pipelines.
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